Government of Punjab
Department of Health and F amily Welfare
. ( Health-1v Branch)
o

1. All the Civil Surgeon in the State of Punjab
2. All the Medieal Superintendent Patiala and Jalandhar
3. All the Deputy Medical Comnmissioners in the State of Punjab,

Memo No. 14/7/2020-4HB4/ 0 &
Dated, Chandigarh, the 1£04.2020

Subject: COVID-19:  Guidelines regarding Sanitization of Ambulances,

Oxygen Cylinders, X-Ray machines & other Equipments / Hospital
Furniture.

Every isolation centre in the State of Punjab for COVID-19 should have a
facility of a pressure Spray pump for spray of Hypochlorite solution. Spra)‘( pump of 15
litre capacity available in the market used for spray of pesticide can be utilised for this

purpose.

Ambulances (Including 108)

Every ambulance after every trip must be sanitized, immediately after the
patient disembarks, with 1% sodium hypochlorite. For this purpose spray pump §houl_d
be used to spray it properly in niche and corner of the cabin in which the patient is
carried. The vehicle should first be washed with power washer to remove soiling etc,
then sprayed with 1% sodium hypochlorite solution. The.handlcs_ of the doors of the
ambulance should also be sanitized accordingly. Hypochlorite solution should be left for
30 minutes then the ambulance should be rinsed with clean water.

-Oxygen Cylinder

The oxygen cylinders going out of the' hospital/ . is_olation 'ward, for
refilling, can be a major source of spread of the contagion, .Thus. it is essenn‘al tl}llat ?g
and when the oxygen cylinder is brought. out of the }solatlon centre it s 1oub
immediately be sanitized by spraying 1% sodium hypocl.llorlte. The sanitizer S}.IOS d be
allowed to stay on the oxygen cylinder for at least 30 minutes and then the cylinder be
rinsed with clean water.

Other Equipment

ipment or furniture that is in the isolation centre'whenever it is
brought out ofl'5 (t]l?;pisolation centre it should be disinfected by spraying 1% SOd;li.lrIII;
hypochlorite and it should be ensured that no mche.: and corner of the _fum:turehrer;ld e
infected. Sprayed solution should be left for 3.0 minutes then the eqmpmenkt fj ?ur | be
rinsed with clean water. An area in the isolation facility should be earmarked fo

purpose.

X-Ray

i t to use for diagnoses in case of
X -Ray machines wherever are pu e i S o o b
i achines should not be us.ed or the y
CO.VID- I!190 r:: trllf)rtné’otilf(;g-lrg positive. As and when this .machmc is to be(:: eliissi for any
g?ftxleerngl::pose it should properly sterilized/sanitized following a proper pro ’

Utensils

i -19
The utensils which are in use fo}i sup;plyl.rllg af}o:ih(t)c; 1?%5&:&51 i
iti i t separate from other utensils
Wit It)aner;:; Z}cllggluitzesggg Ijl epvery COVID care centre place should be earmarked
warm water w :

for carrying out this process.
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